[Experience with the clinical use of a device for the UV-irradiation of circulating blood].
The article considers the indications and possibilities of using the device for flowing extracorporeal ultraviolet radiation of blood. The uniformity of the radiation of blood in the proposed device provides an annular gap of the quartz dish with the partition in the shape of a spiral. It makes it possible to expose a larger part of the blood content of an organism simultaneously making use of various perfused methods of its detoxication.